D) Store your microscope in a clean, dry place and
keep it covered with the supplied plastic cover when
the instrument is not in use.

2. Optical Parts

Cieanliness of all optical components of the microscope
is important for good optical performance. If any optical
surface becomes badly coated with dust or dirt, all such
lpose dust or dirt shautd be blown off with a syringe or
dusted with a camel’s hair brush before attempting to
wipe the surface clean.

Cptical surfaces should be cleaned with a lint-free, soft,
linen cloth, lens paper or a cotton swab just moistened
with distilled water. Always promptly wipe the surface
dry, using a circular motion, befare allowing it to air
dry.

Glass surfaces should never be tauched with the fingers
because they will leave a greasy smear and, frequently,
comosive perspiration. Do not clean optical parts un-
necessarily. If the specimen image appears 1o have
deteriorated and lacks definition —

A) Blurred specks appearing in the field of view are
gererally caused by dust, lint or smears contaminating
the eyepiece or specimen cover glass. If the specks
move Lupon fotation of the eyepiece, clean the topmost
lens of the eyepiece. if the specks move upon the slight
displacement of the specimen slide, clean the cover
glass.

B.) Check the quality of the specimen preparation by
using a better area of the slide or insert a shde of
known results; or turn the nosepiece tumet to another
objective.

if image quality is impraved by turning nosepiece, clean-
ing of the bottom-most lens of the objective is
indicated.

No part of the microscope is guite so vulnerable to lack
of complete cleanness as the front lens of the ohjective.
Whenever lack of contrast, cloudiness, or poor defini-
tion is encountered, carefully check the condition of the
fromt lens with a magnifier. The 10X wide field
eyepiece, reversed, is an excellent magnifier for this
purpose.

The 4X and 10X objectives with fairly large front, lenses
can be cleaned with a cloth or lens tissue wrapped _
around the finger and moistenad with distilled water,

The 45X and 100X oit immersion objectives require a iit-

tle more care. The surface of these frant lerses can be - 5

readily cleaned with a cotton swab or with a toothpick
covered with cotton at the tip. Moisten the cotton with

water and squeeze almost dry. Wipe the fromt lens light-
ly without applying any undue force or scrubbing ac- -

tion. Check with magnifier after cleaning. -
Objective and eyepieces are carefully alignad at the fac- - :
tory and must not be taken apart. Entrust this type of ©
work only to authorized Cambridge Instruments dealers
or our factory Technical Services Dept. .
The Mirror, In-base llluminator and Condenser ane it -
very sensitive to the presence of dirt. It makes sense, . -
nevertheless, that good housekeeping be exercised on
these parts and that they be kept reasonably clean by -
following the above dleaning methods. SR
To further your knowledge of optics and the mechanics.
of the micrascope, Cambridge Instruments also offers -
“The Glossary of Optical Terms” which & available upgn
request. '
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WARRANTY FOR SERIES ONE-FIFTY MICROSCOPE

SCOPE AND DURATION OF WARRANTY

Seller warrants to Buyer that the Cambridge Instruments
product to be delivered hereunder will (i) be free from
defects in material, manufacturing workmanship, and ti-
tle, and (ii) conform to Seller's applicable product
descriptions and specifications, if any, contained in or
attached to Seller’s quotation. If no product descriptions
are contained in or attached to the quotation, Seller’s
applicable product descriptions and specifications in ef-
fect on the date of shipment shall apply. The criteria for
all testing shall be Seller's applicable product specifica-
tions utilizing factory-specified calibration and test pro-
cedures and instruments.

All product warranties, except the warranty of title, and
all remedies for warranty failures are limited in time as
shown in the table below.

PRODUCT DURATION OF
WARRANTED WARRANTY PERIOD
Series One-Fifty Standard 12 Manths

Laboratory Microscope
Any product or part furnished without charge to
Buyer during the warranty period to correct a warranty
failure shall be warranted to the extent of the unexpired
term of the warranty applicable to the repaired or
replaced item.

The warranty period shall commence on the date the
product is sold to the Buyer. The warranty period shall
be 12 months from the date of purchase.

WARRANTY EXCLUSIONS

Except as set forth in any applicable indemnity, the
foregoing warranty is exclusive and in lieu of all other
warranties, whether written, oral, express, implied or
statutory. NO IMPLIED STATUTORY WARRANTY OF MER-
CHANTABILITY OF FITNESS FOR A PARTICULAR PURPOSE
SHALL APPLY. Warranty coverage does not include con-
sumable supplies such as lamps, bulbs, charts or cards.
Warranty coverage does not include any defect or per-
formance deficiency (including failure to conform to
product descriptions or specifications) which results, in
whole or in part from (1) negligent storage or handling
of the product by the Buyer, its employees, agents or
contractors, (2) failure of Buyer to prepare or maintain
the site or provide power requirements or operating en-
vironmental conditions in compliance with any ap-
plicable instructions or recommendations of Seller, (3)
adverse power conditions or environmental conditions
such as erratic power, voltage spikes, RF or magnetic in-
terference, HVAC failure or other causes beyond the
reasonable control of the Seller, (4) absence of any pro-
duct, component, or accessory recomme_nlded by Seller
but omitted or removed at Buyer's direction, (5) any
design, specification, or instruction furnished by Buyer,

its employees, agents or contractors, (6) any alteratign
of the product by persons other than Seller, (7) cumblm
ing Seller’s product with any product furnished by :
others where such combination causes failure of or
degradation to performance of Seller’s product, (g)
bining incompatible products of Seller, (9) improper
maintenance of the product, or failure to comply with
any applicable instructions or recommendations of
Seller, or (10) acts of God, acts of civil or military
authority, fires, floods, strikes or other labar distur-
bances, war, riot or other causes beyond the reasonable
control of the Seller. Seller does not warrant products of
others which are not included in Seller's published pra-
duct catalog.

com-

BUYER'S REMEDIES

If Seller determines that any product fails to meet any
warranty during the applicable warranty period, Seller
shall correct any such failure by either, at its option,
repairing, adjusting, or replacing without charge to
Buyer any defective or nonconforming product. Seller
shall have the option to either furnish new or exchange
replacement parts or assemblies provided the Buyer
return the product to one of the Cambridge In-
struments Inc. Service Centers. Warranty service during
the applicable warranty period will be performed
without charge to Buyer during Seller’s normal business
hours. Warranty service will be provided by having the
item shipped to a Cambridge Instruments Inc. Technical
Services facility, along with a copy of the original in-
voice under which the item was purchased. While every
effort will be made to render services promptly, this
does not include any guarantees of specific response
time or uptime, which may be available for purchase
under separate contract. Subject to the availability of
personnel, after-hours service is available upon request
at an additional charge. The remedies set forth herein
are conditioned upon Buyer promptly notifying Seller
within the applicable warranty period of any defect or
nonconformance. _

The preceding paragraphs set forth Buyers exclusive
remedies and Seller’s sole liability for claims based on
the failure of the products to meet any warranty, tort
(including negligence and strict liability) or otherwise,
and however instituted, and upon the expiration of the
applicable warranty period, all such_ liabilities sha!l ter-
minate. In no event shall Seller be liable for special or
consequential damages.

For products installed outside the US., the above war

licable to such

ranty shall not apply. The warranty app T tstedy
products shall be the warranty provided by the : E‘"’m
tive Cambridge Instruments Inc. selling organizatio

such countries.
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SERIES ONE-FIFTY MICROSCOPE

INTRODUCTION

You now possess one of the finest and mast precise
scientific instruments available on the market today.

You will enjoy the simplified operation of a superior
standard laboratory microscape featuring an exclusive,
infinity corrected system. With the advanced optics of
your Series One-Fifty micrascope, you'll find your field of
view larger . . . enjoy sharp, crisp focus . . . enhance your
technique and accomplishment. With proper care, yaur
series One-Fifty microscope assures you years of satisfy
ing, trouble-free service.




PRELIMINARY PROCEDURE

1) Remove the microscope from its shipping carton by
grasping the arm of the instrument; support beneath
the base with the other hand. Whenever the position of
the microscope is changed, always carry in the il-
|ustrated manner.

2) Place the microscope on a firm table or bench.
Select a chair, or adjust stocl height, so that the user
wil be comfortable in near-erect posture when viewing
through the inclined eyepiece.

3) Your series One-Fifty model is equipped with an In-
Base illuminator and many users prefer to reverse the
body of the microscope for easier access to slides, ob-
jectives, or iris diaphragm lever.

To position the instrument so the back arm is away
from the user and the stage is positioned forward,
loosen the knurled screw securing the microscope body.
The microscope body can then be rotated 180° The
new Series 150 Microscope is designed so the body
may rotate freely 360° When the desired position is
reached, tighten the knurled screw.




7) Rotate the coarse adjustment knob (c) to lower the
nosepiece until the positive stop is reached. View
through the eyepiece(s) and, without disturbing the
coarse adjustment setting, slowly rotate a fine adjust-
ment knob (d) in the appropriate direction until
specimen detail is in sharpest possible focus. (If using a
separate illuminator, adjust mirror tilt as required.)

If your Series One-Fifty Microscope has a binocular
body, use the thumb wheel (g) to adjust the inter-
pupillary distance. The left eyepiece tube is focusable to
compensate for refraction differences of the eyes.

The correct procedure is to bring the specimen into
sharpest possible focus with a fine adjustment knob us-
ing the right eyepiece only, while covering the left
eyepiece. To focus for the left eye, first turn the knurled
ring on the left eyetube fully counterclockwise. While
viewing the specimen with the left eye only turn the
knurled collar clockwise until the specimen is in sharp
focus. DO NOT adjust fine adjustment knob during this
procedure.

8) Remove an eyepiece to view the back aperture of the
objective. Close the condenser iris diaphragm . ..

then re-open until the leaves “just” disappear from view
to obtain the full resolving power of the microscope.
The condenser iris diaphragm may be closed slightly to
enhance contrast.

9) Once specimen detail is in sharp focus using the 10X
objective, it is then possible to rotate the nosepiece to
other objectives without changing the position of the
coarse adjustment knob. Very little refocusing with the
fine adjustment is required since the Series One-Fifty
microscope objectives are parfocal.

You should remember, however, that the iris diaphragm
setting must be changed, whenever a different objective
is used. As magnification increases, the condenser iris
diaphragm is opened as required.

CORRECT DIAPHRAGM SETTINGS

With experience, correct setting of the iris diaphragm
can be made from the appearance of the specimen im-
age. Many users fully open the iris diaphragm and then
close down until desired specimen contrast is achieved
without loss of detail or resolution.
















